[A device for transcutaneous measurement of arterial blood pressure (author's transl)].
A new method is presented of measuring arterial blood pressure by differential evaluation of the pressure over an artery and the tissue pressure by piezo-electric effects. Advantages and problems of this method, the accuracy of which is similar to invasive techniques, are demonstrated.